1. Introduction {#sec1-1}
===============

In recent years, there has been an increased interest in the study of the visual quality, especially the aberrations of human eyes. The human eye\'s optical media exhibit significant chromatic dispersion \[[@r1]\], which is detrimental to visual performance. It is common to separate the chromatic aberration in longitudinal chromatic aberration (LCA), and transverse chromatic aberration (TCA). LCA manifests as a change in the focal point as a function of the wavelength and is also referred to as chromatic focal shift, while TCA occurs when chief rays of the spectrum passing through the center of the pupil strike on the retinal surface at different positions.

The LCA has been studied for a long time. In 1947, Wald and Griffin \[[@r2]\] measured the LCA of 14 eyes over the spectrum from 405nm to 750nm and found that the average magnitude is about 2.32D. This study proceeded over a broad spectrum mostly covering the visible spectrum, but it is inevitable to introduce subjective error in the process of subjective participation. With the development of wavefront technology, it is possible to measure the LCA objectively. In 1999, Susana Marcos et al. \[[@r3]\] obtained the magnitude of LCA through measuring the wavefront aberration and it was about 1.26D over the spectrum from 450nm to 650nm.

For the measurement of TCA, two-color, vernier alignment technique is the most common. In 1995, Rynders \[[@r4]\] obtained the statistical distribution of the subjective TCA for 170 eyes over the spectrum from 497nm to 605nm by means of a two-dimensional, two-color, vernier alignment technique. Through rearranging to make the horizontally oriented lines and vertically oriented lines in the same target, it is allowed to measure horizontal TCA and vertical TCA respectively. Results show that the absolute magnitude of TCA is 0.82arcmin in average. However, this experiment needs the participation of subjects, and only the TCA over the fixed spectrum band can be obtained while this spectrum band does not cover the visible spectrum properly.

Furthermore, several studies attempted to evaluate the effect of the LCA and TCA on the visual quality. Susana Marcos et al. \[[@r3]\] theoretically computed the effect of LCA and TCA on the visual quality and evaluated which one was more detrimental to the visual performance of human eye. They found that TCA could degrade the visual quality as much as LCA. Correcting TCA and leaving LCA uncorrected could improve the visual quality more than correcting the LCA and leaving the TCA uncorrected.

In this paper, two kinds of individual eye models, with and without involving the angle between visual axis and optical axis are established for 80 myopic eyes with the optical design software ZEMAX, combined with the measurement data of subjects including wavefront aberrations, axial lengths and corneal topography. With the eye models, we investigate the properties of the TCA and LCA over the visible spectrum from 400nm to 760nm and evaluate the effects on visual quality. This method is objective, which avoids possible errors of subjective measurements.

It is reported clinically that the patients who have received refractive surgery may possess a varied color perception. Therefore it is meaningful to statistically investigate the chromatic aberrations of myopic eyes before and after the surgery. This paper shows our preliminary results in this aspect.

2. Methods {#sec1-2}
==========

A group of 80 eyes (41 OD and 39 OS) of 46 Chinese subjects is selected. Among them 68 eyes are from 34 subjects. All of these eyes are myopic with spherical refractions in the range of −0.75D to −8.5D. The subjects have neither ocular disease nor corneal surgery. The wavefront aberrations and the corneal topographies are respectively measured by Hartmann-Shack wavefront aberrometer \[[@r5]\] -- Wavescan (VISX, Santa Clara, CA, USA) and Pentacam (Oculus GmbH, Wetzlar, Germany) in the case of darkroom with natural pupils of the diameter range from 6mm to 7.5mm. During the measurements, subjects are asked to stare at the target in the apparatus to make the visual axis of the eye coincident with the optical axis of the apparatus. The axial lengths are measured by the Ultrasonic A/B Scanner (MEDA Co., Tianjin, China). We construct two kinds of individual eye models, involving and without involving the angle between visual axis and optical axis, with the measurement data to investigate the properties of the TCA and the LCA respectively.

2.1 Construction of the fundamental eye model {#sec2-1}
---------------------------------------------

Considering the characteristics of Gullstrand-Le Grand eye model \[[@r6]\] and Liou eye model \[[@r7]\] comprehensively, we choose the former, because the anterior lens surface of Liou eye model is over-bent in accommodation. On the other hand, Gullstrand-Le Grand eye model is realistic, in accommodation, with the curvature radius of anterior lens surface varying from 6.0mm to 10.2mm \[[@r8]\]. Due to the intrinsic defocus of Gullstrand-Le Grand eye model, we improve the original eye model with the help of ZEMAX. The eye model is optimized by setting the thicknesses of vitreous and the "conic" of the posterior lens surface as variables. After optimization, the eye model generates an ideal Airy disc, with the Modulation Transfer Function (MTF) close to diffraction limit curve. [Table 1](#t001){ref-type="table"}Table 1Structural parameters of the fundamental eye modelSurfaceCurvature Radius (mm)ConicThickness (mm)Refractive Index (555nm)Anterior Cornea7.800.551.3647Posterior Cornea6.503.051.3254Anterior Lens10.204.01.4072Posterior Lens−6−9.6516.661.3240Retina−12.50 shows the structural parameters of the improved Gullstrand-Le Grand eye model, the fundamental eye model, in details. In the next sections we use the fundamental eye model to establish the individual eye models which are with defocus, astigmatism and other aberrations.

2.2 Study on LCA by the individual eye model of visual axis coincident with optical axis {#sec2-2}
----------------------------------------------------------------------------------------

Corneal surface is the most powerful refracting surface in the eye, providing 2/3 of the eye's focusing power. Especially, the angle between visual axis and optical axis is determined by the shape of the corneal surface \[[@r9]\]. In this research, curvature radii and elevation maps of corneal surfaces are obtained with Pentacam. The Pentacam is a rotating Scheimpflug camera and the rotational measuring procedure generates Scheimpflug images. It calculates 3-dimensional model of the anterior eye segment from 25000 true elevation points. The elevation of corneal surface can be expressed as the Zernike Fringe Sag type \[[@r10]\], expressed as:$$Z = z_{0}\text{+}\frac{c\text{(}x^{2}\text{+}y^{2}\text{)}}{1\text{+}\left\lbrack {1\text{-}c^{2}\text{(}x^{2}\text{+}y^{2}\text{)}} \right\rbrack^{\frac{1}{2}}}\text{+}{\sum\limits_{i\text{=}1}^{N}A_{i}}Z_{i}\text{(}x\text{,}y\text{)}$$Where *c* is the corneal surface curvature provided by Pentacam, $Z_{i}$is the$i^{th}$ Zernike Fringe polynomial, $A_{i}$ is the coefficient on the $i^{th}$ Zernike Fringe polynomial, *N* is the number of Zernike coefficients in the series and $z_{0}$ is a constant. The fitting procedure is implemented with MATLAB. To build up the individual eye model, we substitute the curvature radii and elevation data of the anterior and posterior corneal surfaces for the correspondent surface data in the fundamental eye model.

The thicknesses of cornea, anterior chamber and vitreous in the fundamental eye model are then substituted with the correspondent measurement values of the axial lengths provided by the ultrasonic thickness gauge.

In ZEMAX, we set entrance pupil diameter to be 6mm and wavelength to be 555nm for the eye model. One of the procedures of building up individual eye model is to transfer the wavefront aberrations to the fundamental eye model \[[@r11]\]. In the measurement of wavefront aberrations, the pupil diameters of subjects are different. To ensure the consistency, a conversion of aberrations from the actual pupil diameter to the fixed pupil diameter of 6mm is carried out by programming in MATLAB. Although it is more correct to take the wavefront aberrations over the actual pupil diameter in the first place, the error introduced by the conversion is quite small \[[@r12]\]. In order to make the wavefront aberrations of the eye model equal to that of the actual eye, we take the aberrations as the target of the merit function and optimize the anterior surface of the crystalline lens of the eye model. In this way the individual eye model of visual axis coincident with optical axis is established. [Figure 1](#g001){ref-type="fig"}Fig. 1Individual eye model of visual axis coincident with optical axis. shows the layout of the model. It can be seen that there is an obvious defocus due to the myopia.

To investigate the properties of LCA over the visible spectrum, the working spectrum of eye model is set from 400nm to 760nm with the primary wavelength of 555nm. [Figure 2](#g002){ref-type="fig"}Fig. 2LCA of the individual eye model. shows the LCA of the individual eye model over the visible spectrum by means of ray trace. The ray of primary wavelength (green) does not focus to the image surface (retina) exactly because of myopia, and the ray of 400nm (blue) focuses in front of the focal point of the ray of primary wavelength while the ray of 760nm (red) focuses in the behind. The distance between focal points is the magnitude of LCA over the visible spectrum.

In ZEMAX, the chromatic focal shift plot shows the distance between the focal point of the ray at certain wavelength and that at the primary wavelength with unit of μm, which represents the LCA. [Figure 3](#g003){ref-type="fig"}Fig. 3Chromatic focal shift plot of individual eye model. is the plot of an individual eye model where abscissa is the wavelength and the ordinate is the chromatic focal shift. It can be seen that the trend of LCA is flatter in long wavelengths band compared to that in short wavelengths band.

In term of the Newton formula, we can also express the LCA with refraction in diopters (D):$$\Delta P = - \frac{\Delta x^{\prime}}{ff^{\prime}}$$Where $\Delta x^{\prime}$is the magnitude of the chromatic focal shift over the visible spectrum, *f*and $f^{\prime}$are the focal length in object space and in image space respectively.

The effect of LCA on the image quality of human eyes is the expansion of the image spot on retina. Ideally, the image spot of the ray of primary wavelength (555nm) ought to be airy disk in the case of diffraction limitation. The existence of LCA enlarges the scale of image spot. The relational expression of the diameter of the spot as the chromatic focal shift is \[[@r13]\]:$$d\text{=}\frac{L\Delta x^{\prime}}{1\text{+}f\Delta x^{\prime}}$$Where *d* is the diameter of spot, *L* is the entrance pupil diameter,*f* is the focal length in object space, and $\Delta x^{\prime}$ is the magnitude of chromatic focal shift over the spectrum from 400nm to 555nm or from 555nm to 760nm. We choose the one yielding bigger image spot on retina as reference. The calculation is under the photopic condition (*L* = 3mm).

2.3 Study on TCA by the individual eye model involving the angle between visual and optical axis {#sec2-3}
------------------------------------------------------------------------------------------------

The visual axis of human eye does not coincide with the optical axis, so the TCA is not zero at the fovea. The angle between visual axis and optical axis is determined by the elevation data of the anterior corneal surface \[[@r9]\]. The raw elevation data measured by Pentacam can be fit to a parametric model, expressed as the sum of two terms:$$Z(x\text{,}y) = S(x\text{,}y) + R(x\text{,}y)$$Where $S(x\text{,}y)$ is a regular basis representing the overall shape of the corneal surface, and $R(x\text{,}y)$is a residual, accounting for irregularities and departures from the overall shape of the basis. It is reasonable to choose the best fitting shape of the corneal surface as the basis and make the residual $R(x\text{,}y)$as low as possible. In this way, the analysis of the basis $S(x\text{,}y)$ will provide meaningful overall properties. From earlier studies, the overall shape of the corneal surface is close to ellipsoid \[[@r14]\]. To fit the basis properly, we use the Cartesian coordinate system and set the z-axis of the coordinate system along the visual axis. In this coordinate system, the basis surface can be expressed as a general quadric format:
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Then we set a new coordinate system$\text{(}x_{0}\text{,}y_{0}\text{,}z_{0}\text{)}$ in which the quadric takes its canonical form expressed as:
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The center of the ellipsoid is the origin of this coordinate, with three axes along three orthogonal axes of the ellipsoid and the $z_{0}$-axis along the optical axis. We transform the general quadric system to the canonical system by means of orthogonal transformation, including one rotation and one translation. The rotation angle is just equivalent to the angle between visual axis and optical axis. This fitting procedure is implemented with MATLAB.

We separate the angle into horizontal and vertical component, and set the angles for the eye model in horizontal and vertical direction respectively. The visual axis and optical axis of human eye cross near the nodal point, which is generally around the posterior surface of lens. So we set the center of posterior lens surface as the center of rotation. [Figure 4](#g004){ref-type="fig"}Fig. 4Individual eye model involving the angle. is the layout of the individual eye model involving the angle. In this optical system the visual axis trends to the nasal side with respect to the optical axis.

The working spectrum of eye model is set from 400nm to 760nm with the primary wavelength of 555nm. Due to the visual axis and optical axis are misaligned, chief rays of the spectra passing through the center of the pupil strike on the retinal surface at different intersections. The distance between intersections is the magnitude of TCA. We appoint the signs of TCA as follows: in the horizontal direction, if the intersection for the short wavelength is on the left of that for the long wavelength, the sign is positive. In the vertical direction, if the intersection for the short wavelength is on the top of that for the long wavelength, the sign is positive. With this appointments, the orientation of the visual axis for right eyes trends to the nasal side with respect to optical axis when the sign of the horizontal TCA is negative, otherwise the orientation of the visual axis trends to the temporal side. For the left eyes the results are opposite. In the vertical direction the orientation of the visual axis trends to the up side with respect to optical axis if the sign of the vertical TCA is positive, otherwise the orientation of the visual axis trends to down side.

In ZEMAX, the lateral color plot provides the magnitude of TCA. [Figure 5](#g005){ref-type="fig"}Fig. 5Lateral color plot of individual eye model. is the lateral color plot of the individual eye model where the abscissa indicates the magnitude of TCA (μm) and the ordinate represents the field of view (FOV) with 1.0 standing for the whole FOV. In this case, the angle between visual axis and optical axis is obtained by means of orthogonal transformation, which is 4.64° in horizontal direction and 1.5° in vertical direction. Therefore, we set 4.64° FOV in X-direction and 1.5° FOV in Y-direction for the eye model. The black lines show the scale of airy disk under the photopic condition.

The magnitude of horizontal or vertical TCA can be obtained by setting FOV in the correspondent direction only. [Figures 6(a)](#g006){ref-type="fig"}Fig. 6Lateral color plot of individual eye model, (a) 4.64°FOV in X-direction, (b) 1.5°FOV in Y-direction. and [6(b)](#g006){ref-type="fig"} are the lateral color plots with the set of 4.64° FOV in X-direction and the set of 1.5° FOV in Y-direction respectively.

3. Results {#sec1-3}
==========

3.1 Statistical results of TCA {#sec2-4}
------------------------------

TCA over the visible spectrum from 400nm to 760nm of 80 eyes with myopia are investigated based on the individual eye model involving the angle, and the results of horizontal, vertical and the absolute TCA are listed in columns 4 to 7 in [Table 2](#t002){ref-type="table"}Table 2Statistics of spherical refraction (Ps), cylinder (Pc), horizontal TCA in arcmin, vertical TCA in arcmin, absolute TCA in arcmin, absolute TCA in μm, diameters of airy disk, chromatic focal shift, LCA in D, and diameter of image spot caused by LCA over the visible spectrum under the photopic conditionNO.Ps (D)Pc (D)Hor. TCA (arcmin)Vert. TCA (arcmin)Abs. TCA (arcmin)Abs. TCA (μm)Dia. of airy disk (μm)Chr. focal shift (μm)LCA (D)Dia. of image spot (mm)1−7.00−1.00−2.111.762.7515.768.278012.0770.282−6.00−2.00−0.700.130.713.967.998072.0670.223−3.750−0.56−1.831.9110.257.907842.1270.384−5.00−1.00−1.160.851.447.447.747912.1170.65−4.500−1.731.562.3311.197.977812.1170.136−3.750−1.650.001.658.407.577792.1370.237−4.75−1.25−1.220.291.266.897.997542.2370.928−6.00−1.00−1.150.891.457.347.387742.1670.679−8.50−1.75−1.24−1.261.7710.398.337722.1570.2710−5.00−1.00−1.621.081.959.967.527922.170.411−4.250−0.64−0.200.673.678.077962.170.5312−5.25−0.75−0.570.110.583.268.137432.2269.9813−3.50−1.00−1.002.132.3612.267.747402.2470.1514−8.00−0.75−1.661.252.0811.287.887892.0969.6415−5.50−1.25−2.060.322.0810.327.397892.0869.8416−5.250−2.690.972.8615.097.757752.1770.9117−4.50−1.25−0.720.500.884.748.047692.1970.7518−3.50−1.25−2.331.412.7214.497.887982.0870.4919−6.250−1.58−1.412.1111.127.698012.0870.4120−8.50−1.00−0.09−0.330.341.968.138072.0770.6421−3.25−2.75−0.420.060.432.328.128002.0970.6222−6.25−2.00−1.201.351.8110.988.547862.1370.6923−6.00−0.75−1.820.061.829.007.277922.0970.2124−5.000−1.750.982.0110.667.777662.1369.7125−7.500−2.421.472.8314.997.617692.1570.1626−5.50−1.00−0.800.170.824.307.757302.2369.6727−4.750−0.52−0.140.543.108.297292.2369.6228−5.25−0.75−1.310.901.598.137.477962.170.4629−3.000−0.59−0.941.115.667.687942.1371.130−4.50−1.00−2.251.282.5913.127.528002.0970.5931−3.25−2.75−1.860.311.889.737.747912.0870.0532−5.50−1.00−1.81−0.391.859.928.068202.171.7233−5.75−2.00−1.44−1.442.0411.468.018062.171.0934−8.25−1.00−1.581.292.0412.018.357962.2370.2935−7.00−1.00−0.690.991.216.697.967652.1870.536−5.000−1.550.591.668.997.947742.1470.2337−3.250−1.150.621.316.807.787712.1369.9138−5.25−1.00−1.110.241.146.147.847852.0969.8339−5.250−1.820.191.839.857.647972.0569.7440−5.25−1.00−0.520.330.613.197.208242.1373.9541−7.00−2.00−1.70−1.622.3511.887.018272.0370.9542−6.75−1.251.27−0.491.367.828.247312.2369.6343−6.25−1.001.42−1.401.9910.547.847312.2669.2944−3.7501.600.681.748.927.597842.1570.8745−5.75−1.001.46−0.341.508.328.047832.1470.6346−7.00−1.001.290.841.547.887.487852.1370.7147−7.75−1.751.48−0.441.558.868.227582.1970.348−3.7502.350.742.4712.377.507562.2170.5949−3.75−1.001.09−0.281.126.098.017822.1470.5950−4.7501.21−0.451.296.847.997822.1570.8251−4.0002.310.502.3612.387.908202.0671.0952−7.25−1.002.28−2.203.1716.697.718252.1374.253−6.2500.990.241.025.047.377722.271.3254−4.5002.30−1.752.8915.207.847722.1870.9955−5.2501.03−0.921.387.517.987812.1370.4556−0.75−1.252.18−1.272.5312.737.697872.0969.9557−6.25−1.001.301.241.799.417.627812.1670.9458−3.25−2.751.881.592.4612.567.777722.1370.0559−6.75−1.001.570.791.7610.648.527802.1370.2460−6.50−1.000.50−0.020.502.507.367902.0769.8561−5.0001.72−1.442.2512.007.767822.1270.1662−2.7500.89−0.691.125.707.657972.1270.8663−7.00−1.252.76−1.353.0816.147.527932.0969.7864−5.75−1.001.29−0.511.397.327.737802.0969.5765−4.7500.710.330.784.528.377882.1270.4766−5.2501.05−0.641.246.337.547782.1270.1367−2.7500.43−1.141.226.207.827922.1170.4768−5.25−1.000.621.231.387.387.877882.1270.6469−5.00−1.502.21−0.842.3612.417.827902.1270.7170−5.25−1.750.640.040.653.517.927842.1370.4771−7.50−1.000.82−0.110.824.447.877782.1771.0272−4.7501.421.111.809.627.867792.1470.4773−2.5000.71−0.430.834.227.728102.1170.2974−4.50−1.002.190.182.2011.247.567862.1270.2275−4.50−1.001.770.291.799.427.757852.1170.3676−6.0001.570.691.729.497.787852.1370.5477−5.5001.750.631.8610.097.587842.1570.878−3.75−1.001.161.611.9810.467.497712.1870.6779−5.25−1.500.711.091.306.807.487532.2270.6180−7.75−1.001.67−1.302.1110.266.697412.0764.47Ave.1.38 ± 0.610.82 ± 0.561.67 ± 0.688.86 ± 3.567.797822.1370.42Max.3.1716.698.548272.2674.20. The magnitudes are read from "lateral color", and the signs are obtained by ray tracing. Besides, the spherical refractions (Ps) and the cylinder refractions (Pc) are listed in columns 2 and 3, respectively. To evaluate the effect of the TCA on the visual quality of human eyes, the diameters of airy disk under the photopic condition are also listed in column 8. The last two rows give the average and the maximum values respectively.

In [Table 2](#t002){ref-type="table"}, NO.1 to NO.41 eyes are the right eyes with the signs of horizontal TCA being negative, and the rest 39 eyes are the left eyes with the signs of horizontal TCA being positive. The absolute values are taken for the calculation of the average of TCA. The average of horizontal TCA is 1.38 ± 0.61 arcmin while the average of vertical TCA is 0.82 ± 0.56 arcmin. The statistical average of the absolute TCA over the visible spectrum is 8.86 ± 3.56μm, corresponding to 1.67 ± 0.68 arcmin in angular expression, and the maximum is 16.69μm or 3.17 arcmin. TCA varies widely across subjects.

The distributions of the horizontal and vertical TCA are also plotted in [Fig. 7](#g007){ref-type="fig"}Fig. 7Distribution of the horizontal TCA and vertical TCA over the visible spectrum from 400nm to 760nm for 80 eyes. according to the data in [Table 2](#t002){ref-type="table"}. The abscissa indicates the horizontal TCA while the ordinate indicates vertical TCA. The black square represents the right eye and the red star represents the left eye. It can be seen in horizontal direction that the distribution of TCA is at the negative half of the x-axis for all right eyes, and it is at the positive half for all left eyes. This indicates that the orientations of the visual axis in horizontal direction trend to the nasal side for all eyes. In vertical direction, the signs of TCA are irregular, indicating that the orientations of visual axis in vertical direction are indeterminate.

As shown in [Table 2](#t002){ref-type="table"}, the diameter of airy disk is about 7.79μm in average. There are 31 eyes with the magnitudes of TCA less than the diameter of airy disk accounting for 38.75% of all eyes, 35 eyes with the magnitudes ranging from 1 to 1.5 times as large as the diameter of airy disk accounting for 43.75%, and 14 eyes with the magnitudes larger than 1.5 times of the diameter of airy disk accounting for 17.5%. Statistically, the magnitude of TCA is slightly larger than the diameter of airy disk, but the maximum is about 2.17 times as large as the diameter of airy disk. We conclude that the effect of TCA on the visual quality of human eyes cannot be ignored.

3.2 Statistical results of LCA {#sec2-5}
------------------------------

LCA over the visible spectrum from 400nm to 760nm of 80 eyes are investigated based on the individual eye model of visual axis coincident with optical axis. The chromatic focal shift, the magnitudes of LCA and the diameters of image spot caused by LCA under the photopic condition are listed in columns 9, 10 and 11 in [Table 2](#t002){ref-type="table"}, respectively.

The statistical average of LCA over the visible spectrum is 2.13 ± 0.05D, corresponding to the chromatic focal shift of 782 ± 21μm in average. It can be seen that the LCA varies little across subjects. Under the photopic condition, the diameter of image spot caused by the LCA is 70.42μm in average, which is about 8 times larger than the average of TCA (8.86μm) and 4 times larger than the maximum of TCA (16.96μm). This indicates that both TCA and LCA restrict the visual performance and LCA is more detrimental than TCA.

To further illustrate the effects of LCA and TCA on the visual quality we present the MTF curves of the eye model in both single wavelength (555nm) and visible light (from 473nm to 601nm as \[[@r3]\]). The eye model used is the fundamental eye model to simulate the monochromatic-aberration-free eyes. The variation of the MTF at 0° FOV represents the influence of LCA-only on the visual quality, and that at 3° FOV represents the influence of the sum of TCA and LCA. This is because the influence of the angle between visual axis and optical axis is just as the influence of the FOV at the same angle, and we cannot separate the TCA from the total chromatic aberrations in the eye model. The angle of 3° is the average angle formed by visual axis and optical axis in this research. [Figure 8](#g008){ref-type="fig"}Fig. 8MTF for the fundamental eye model, (a) with single wavelength.(b) with polychromatic light. shows the MTF curves with (a) by single wavelength setting and (b) by visible light setting. Symbols of 1 and 2 represent the FOV at 0° and 3° receptively, and the black curve represents the diffraction limit. It can be seen that curve 1 in (b) drops seriously compared to that in (a), indicating the serious influence of LCA on the visual quality. Curve 2 is slightly lower than curve 1 in (b), indicating the minor influence of TCA on the visual quality in the presence of LCA. Sowmya Ravikumar et al. \[[@r15]\] demonstrated that in the presence of typical levels of monochromatic aberrations, the effect of TCA was greatly reduced. Our result is somehow in an agreement with their conclusion.

The spot diagrams of this eye model are presented in [Fig. 9](#g009){ref-type="fig"}Fig. 9Spot diagram for the fundamental eye model, (a) and (b) with single wavelength, (c) and (d) with polychromatic light.. Where (a) and (b) are the spot diagrams in single wavelength of 555nm at 0° FOV and 3° FOV respectively, while (c) and (d) are the spot diagrams in visible light at 0° FOV and 3° FOV respectively. The black circles show the scale of airy disk. It can be seen in a comparison of (c) and (d) that the influence of TCA is negligible in the presence of LCA.

[Figure 10](#g010){ref-type="fig"}Fig. 10Spot diagrams of the eye with typical magnitude of monochromatic aberrations. (a) Without involving the angle, (b) involving the angle. is the spot diagrams of the eye with typical magnitude of monochromatic aberrations, the astigmatism and spherical aberration of one of the subjects. Where (a) is for the eye model without involving the angle between visual axis and optical axis, and (b) is for the eye model involving the angle. It can be seen as compared with [Fig. 9](#g009){ref-type="fig"} that the influence of the monochromatic aberrations on visual quality is less than the influence of LCA.

[Figure 11](#g011){ref-type="fig"}Fig. 11The relevance between refraction and chromatic aberration. shows the relevance between TCA and refraction, and between LCA and refraction. The abscissa is the refraction of subjects in D, and the ordinate is the magnitude of TCA in arcmin and LCA in D. The black dots represent the TCA while the red stars represent the LCA. It can be seen that both of TCA and LCA have no obvious relevance to the refraction.

4. Conclusions {#sec1-4}
==============

The properties of TCA and LCA over visible spectrum from 400nm to 760nm of 80 myopic eyes are studied by constructing two kinds of individual eye models, involving and without involving the angle formed by visual axis and optical axis.

The statistical average of TCA is 1.67 ± 0.68 arcmin, which is smaller than but comparable to the results presented in \[[@r3],[@r4]\]. TCA varies widely across subjects. In horizontal direction, the sign of TCA is negative for all right eyes, and it is positive for all left eyes, indicating the orientation of the visual axis trending to the nasal side. In vertical direction, the sign of TCA is irregular indicating the orientation of visual axis is indeterminate.

The statistical average of LCA is 2.13 ± 0.05D which is similar to the results in \[[@r2],[@r3]\]. The trend of LCA is flatter in long wavelength band as compared to that in short wavelength band. LCA varies little across subjects.

The effects of both LCA and TCA on the visual quality are evaluated with the scale of image spot and the MTF curves. The magnitude of TCA is slightly larger than the diameter of airy disk, but the maximum is about 2.17 times as large as the diameter of airy disk. The effect of TCA on the image quality cannot be ignored. Under the photopic condition, the diameter of image spot caused by LCA is 70.42μm in average, which is about 8 times larger than the average magnitude of TCA (8.86μm) and 4 times larger than the maximum (16.96μm). Therefore, both TCA and LCA restrict the visual performance, and LCA is more detrimental than TCA.

It is shown with the MTF analysis that the chromatic aberrations degrade the visual performance to a certain extent, with the effect of LCA more serious. In the presence of LCA the influence of TCA is greatly reduced.
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